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Abstract 

Background  Laparoscopic  liver  surgery  is  particularly 
challenging  owing  to  restricted  access,  risk  of  bleeding,  and 
lack  of  haptic  feedback.  Navigation  systems  have  the 
potential  to  improve  information  on  the  exact  position  of 
intrahepatic  tumors,  and  thus  facilitate  oncological  resec¬ 
tion.  This  study  aims  to  evaluate  the  feasibility  of  a  com¬ 
mercially  available  augmented  reality  (AR)  guidance  system 
employing  intraoperative  robotic  C-arm  cone-beam  com¬ 
puted  tomography  (CBCT)  for  laparoscopic  liver  surgery. 
Methods  A  human  liver-like  phantom  with  1 6  target  fiducials 
was  used  to  evaluate  the  Syngo  iPilot®  AR  system. 
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Subsequently,  the  system  was  used  for  the  laparoscopic  resec¬ 
tion  of  a  hepatocellular  carcinoma  in  segment  7  of  a  50-year-old 
male  patient. 

Results  In  the  phantom  experiment,  the  AR  system  showed 
a  mean  target  registration  error  of  0.96  ±  0.52  mm,  with  a 
maximum  error  of  2.49  mm.  The  patient  successfully 
underwent  the  operation  and  showed  no  postoperative 
complications. 

Conclusion  The  use  of  intraoperative  CBCT  and  AR  for 
laparoscopic  liver  resection  is  feasible  and  could  be  con¬ 
sidered  an  option  for  future  liver  surgery  in  complex  cases. 

Keywords  Navigation  •  Liver  surgery  •  Liver 
resection  •  Augmented  reality  •  Intraoperative 
imaging  •  Computer  assistance 

Liver  malignancies  are  one  of  the  main  causes  of  death  in 
cancer- afflicted  patients.  Primary  liver  cancer,  such  as 
hepatocellular  carcinoma  (HCC)  and  cholangiocellular 
carcinoma,  contributes  to  this,  as  do  liver  metastases, 
mainly  from  colorectal  carcinoma  [1].  Of  the  available 
options  (chemotherapy,  radiotherapy,  ablative  therapy), 
surgery  is  considered  to  be  the  key  treatment  for  a  curative 
approach. 

However,  the  liver  is  an  organ  with  a  complex  and 
highly  distinct  anatomy.  Performing  liver  resection  is 
therefore  a  challenge,  requiring  expertise  and  years  of 
training.  Computer-assisted  surgery  may  be  able  to  reduce 
this  complexity.  Today,  computer-based  systems  for  liver 
surgery  focus  on  three  main  issues:  preoperative  planning, 
intraoperative  navigation,  and  postoperative  control.  Pre¬ 
operative  planning  allows  for  three-dimensional  (3D) 
visualisation  of  internal  structures  based  on  radiological 
imaging.  Intraoperative  navigation  involves  the  transfer  of 
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the  preoperative  planning  into  the  operating  room  and 
visualizes  the  computer  model  in  relation  to  both  the 
patient’s  liver  and  the  surgical  instruments.  Postoperative 
control  is  used  for  the  treatment  evaluation  and  follow-up 
procedure.  Peterhans  et  al.  [2]  and  Najmaei  et  al.  [3]  both 
provide  a  good  overview  of  this  domain. 

To  use  intraoperative  navigation,  six  main  steps  are 
necessary:  a  preoperative  image  (computed  tomography 
[CT],  magnetic  resonance  imaging  [MRI])  has  to  be  seg¬ 
mented  to  identify  important  structures,  such  as  vessels  and 
the  tumor  [4].  After  preoperative  planning,  the  operation 
can  be  performed  and  the  3D  planning  data  needs  to  be 
registered  to  the  patient  anatomy  [5].  By  tracking  the  sur¬ 
gical  instruments,  a  digital  and  3D  representation  of  the 
surgical  field,  with  the  internal  anatomy  of  the  liver  and  the 
surgical  instruments,  can  be  established  and  visualized. 

The  main  drawback  of  this  approach  for  liver  surgery  is 
the  movement  and  deformation  of  the  soft  tissue  due  to 
surgical  access  (laparotomy  or  laparoscopy  with  pneumo¬ 
peritoneum),  breathing,  heartbeat,  iatrogenic  manipulation, 
and  tissue  dissection,  all  of  which  alter  the  position  and 
anatomy  of  the  liver  [6,  7]. 

To  account  for  this  problem,  it  is  either  possible  to 
measure  all  forces  that  deform  the  liver  and  predict  the 
behavior  of  the  tissue  based  on  a  biomechanical  model  of 
tissue  deformation,  or  to  use  intraoperative  imaging  to 
continuously  update  the  image.  In  this  paper,  we  propose 
the  use  of  robotic  C-arm  cone-beam  CT  (CBCT)  in  a 
hybrid  operating  room  for  computer-assisted  guidance 
during  laparoscopic  resection  for  liver  cancer. 

Materials  and  methods 

The  experiments  were  performed  using  an  Artis  Zeego™ 
multi-axis  system  in  a  hybrid  operating  room  setting 
(Siemens  Healthcare  Sector,  Forchheim,  Germany),  which 
is  normally  used  for  endovascular  surgery  and  transapical 
valve  replacement.  We  used  the  built-in  augmented  reality 
(AR)  guidance  system  Syngo  iPilot®  (Siemens  Healthcare 
Sector,  Forchheim,  Germany).  After  the  acquisition  of 
intraoperative  CBCT,  this  software  enabled  volume  regis¬ 
tration  to  generate  a  real-time  overlay  of  CBCT  data  on  the 
fluoroscopy,  in  addition  to  highlighting  important  struc¬ 
tures  and  features,  such  as  vessels  or  resection  planes,  in 
order  to  guide  the  surgeon. 

Accuracy  of  AR  guidance 

Before  the  clinical  evaluation  took  place,  phantom  exper¬ 
iments  were  carried  out  to  test  the  reliability  of  the  system. 
To  analyse  the  error  in  the  AR  guidance  system,  two  dif¬ 
ferent  experiments  were  performed  using  a  modular, 


customized,  human-like  phantom  based  on  real  human  CT 
data.  For  the  experiment,  the  body  cavity  and  the  liver  of 
the  phantom  were  used.  Sixteen  glass  beads  were  inserted 
into  the  liver  as  target  fiducials  directly  under  the  surface 
(Fig.  1). 

First,  the  registration  error  of  the  guidance  system  itself 
was  evaluated.  After  acquiring  a  CBCT  and  subsequent 
volume  visualization,  the  AR  guidance  was  tested  from 
different  angles:  in  the  craniocaudal  axis  from  —40°  to  40° 
in  10°  steps,  and  in  the  left-right  axis  from  —90°  to  90°  in 
steps  of  15°,  respectively.  These  angles  were  chosen  as 
feasible  values  to  allow  for  the  detailed  assessment  of 
possible  positions.  In  total,  it  was  possible  to  assess  117 
angle  combinations.  By  comparing  the  volume  visualiza¬ 
tion  and  the  fluoroscopy  position,  the  target  registration 
error  (TRE;  defined  as  the  distance  between  the  real  posi¬ 
tion  of  the  targets  and  their  virtual  AR  visualization)  of  the 
16  targets  for  each  angle  could  be  measured  using  the 
DICOM  viewer  MicroDicom  (Simeon  Stoykov,  Sofia, 
Bulgaria;  [8]).  The  findings  were  analyzed  with  descriptive 
statistics  (mean,  standard  deviation  [SD],  and  maximum 
error)  using  the  statistical  computing  environment  R  [9]. 

Accuracy  of  the  surgeon 

Second,  surgical  error  was  evaluated  as  a  parameter  to 
measure  the  accuracy  and  precision  that  the  surgeon  could 
achieve  when  a  target  was  hit  under  fluoroscopic  guidance. 
Therefore,  the  surgeon  aimed  for  eight  of  the  targets,  five 
times  each,  with  the  only  guidance  being  the  fluoroscopy. 
The  distance  to  the  target  was  then  measured.  This  was 
performed  from  both  an  optimal  angle  vertical  to  the  sur¬ 
face  of  the  liver  and  as  an  angle  considered  to  be  the  worst 
case  in  liver  surgery  that  differed  30°  in  both  the  cranio¬ 
caudal  and  the  left-right  axes.  This  was  done  to  evaluate 
the  extremes  of  possible  positions.  The  findings  were 
analysed  with  descriptive  statistics  (mean,  SD,  and  maxi¬ 
mum  error)  using  the  statistical  computing  environment  R 
[9]. 

Clinical  integration  of  the  system 

After  the  phantom  experiments  were  completed  with  good 
accuracy,  these  results  were  then  implemented  into  the 
procedure  for  a  50-year-old  male  patient  with  histologi¬ 
cally  proven  HCC  of  segment  7  who  underwent  laparo¬ 
scopic  operation  with  an  atypical  segmental  resection.  The 
need  for  ethics  committee  approval  was  carefully  consid¬ 
ered.  However,  upon  consultation,  the  local  ethics  com¬ 
mittee  deemed  a  votum,  in  this  particular  case  of  a  proof  of 
principle,  not  necessary.  Following  good  clinical  practice, 
the  patient  was  thoroughly  informed  regarding  all  details  of 
the  planned  procedure,  in  particular  concerning  the  aspect 
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Fig.  1  Left  laparoscopic 
phantom  with  liver  and  targets. 
The  position  of  the  embedded 
glass  targets  is  marked  on  the 
surface.  Right  phantom  with 
robotic  C-arm  in  the  hybrid 
operating  room 


of  radiation  exposure.  Written  informed  consent  was  then 
obtained.  For  safety  reasons,  a  patient  was  selected  whose 
tumor  was  located  close  to  the  liver  surface.  The  tumor  was 
therefore  readily  accessible  and  the  operation  could 
therefore  be  performed  without  computer  assistance.  The 
laparoscopic  liver  resection  was  performed  in  a  standard¬ 
ized  way,  with  the  only  difference  being  immobilization  of 
the  patient  using  a  vacuum  mattress  and  intraoperative 
imaging  with  CBCT  and  fluoroscopic  guidance. 

The  operation  was  undertaken  in  a  hybrid  operating  room 
that  is  typically  used  for  endovascular  surgery  and  trans- 
apical  valve  interventions.  The  hybrid  operating  room  con¬ 
tained  an  industrial  robot  that  allowed  for  easy  and 
reproducible  positioning  of  the  mounted  CBCT  via  remote 
control  (Artis  Zeego™,  Siemens  Healthcare  Sector,  Forch- 
heim,  Germany).  The  corresponding  radiological  worksta¬ 
tion,  Syngo  X  Workplace™  (Siemens  Healthcare  Sector, 
Forchheim,  Germany),  which  was  implemented  in  the 
operating  room,  was  used  to  process  the  acquired  images. 

Access  to  the  abdominal  cavity  was  obtained  by  means 
of  four  ports:  (i)  Paraumbilical,  (ii)  5  cm  left  of  the 
umbilicus,  (iii)  the  subxiphoid  region,  and  (iv)  right  of  the 
umbilicus  in  the  right  anterior  axillary  line,  with  ports  1 
and  2  having  a  diameter  of  12  mm,  and  ports  3  and  4  a 
diameter  of  5  mm  (see  Gumbs  et  al.  [10]).  After  the  liver 
was  mobilized,  the  tumor  was  exposed  and  the  ligamentum 
falciforme  was  sewn  to  the  abdominal  wall,  thereby  sta¬ 
bilizing  the  liver  in  a  position  that  rendered  the  tumor 
accessible  without  manipulation  following  the  intraopera¬ 
tive  imaging.  An  endoscopic  clip  on  the  liver  surface 
allowed  for  a  gating  technique  to  account  for  respiratory 
movement  in  the  later  course;  the  surgeon  only  used  the 


fluoroscopic  information  when  this  marker  was  found  in 
the  same  state  that  it  had  previously  been  in  the  breathing 
cycle. 

For  intraoperative  imaging,  the  C-arm  was  moved  from 
its  resting  position  to  the  surgical  table.  With  a  foot  control 
switch,  the  surgeon  used  fluoroscopic  guidance  to  position 
the  C-arm  above  the  liver.  For  the  CBCT,  a  protocol  of  8  s 
was  used  in  which  the  C-arm  rotated  around  the  patient  and 
acquired  a  series  of  images  that  were  translated  into 
tomographic  scans  (Fig.  3).  At  the  workstation,  the  CT 
image  was  opened  and  settings  for  volume  visualization 
were  selected.  As  the  HCC  was  poorly  visible  in  CT 
imaging,  a  preoperative  MRI  was  registered  to  the  intra¬ 
operative  CT.  The  preoperative  MRI  was  therefore  loaded 
from  the  Picture  Archiving  and  Communication  System 
and  registered  semi-automatically  to  the  CBCT.  This 
allowed  for  visualization  of  the  tumor  in  its  intraoperative 
position,  even  when  it  was  not  visible  on  the  CBCT. 

The  resulting  3D  model  of  liver,  tumor,  and  gating  clip 
were  used  for  AR  guidance.  After  determining  the  appro¬ 
priate  resection  margin  on  the  liver  surface  under  gated 
fluoroscopic  guidance,  the  resection  was  performed  with  the 
Ultracision™  harmonic  scalpel  (Ethicon  GmbH,  Hamburg, 
Germany). 

Results 

Accuracy  of  AR  guidance 

It  was  possible  to  test  the  AR  system  from  97  of  the  117 
different  angles  (82.9  %).  A  total  of  20  angles  could  not  be 
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Fig.  2  Results  of  the  phantom  experiments.  Left  error  depending  on  target  position  on  the  liver  surface:  results  for  all  16  targets.  Right  maximal 
error  depending  on  angle  of  fluoroscopy:  distribution  over  all  angles  of  robot  position.  Blank  fields  were  not  possible  to  obtain 


assessed  due  to  the  robot  or  CBCT  colliding  with  either  the 
surgical  table  or  the  patient  phantom  (empty  areas  in 
Fig.  2).  Of  the  resulting  1,552  targets,  1,427  were  evalu¬ 
ated  (91.9  %),  since  the  remaining  targets  were  covered  by 
other  targets  or  radiopaque  structures  of  the  phantom, 
thereby  preventing  a  precise  measurement  of  distances. 

The  overall  mean  TRE  was  0.93  mm  (SD  0.54  mm), 
with  a  maximum  of  2.49  mm.  The  mean  error  ranged  from 
0.53  mm  (SD  0.39  mm,  target  4)  to  1.1  mm  (SD  0.55  mm, 
target  12)  when  each  of  the  16  targets  was  analyzed  sep¬ 
arately  over  all  angles.  Analysis  of  the  error,  independent 
of  the  angles  in  both  axes,  revealed  a  homogenous  distri¬ 
bution  of  the  maximal  error  for  the  different  angles.  A 
summary  of  the  results  can  be  seen  in  Fig.  2. 

Accuracy  of  the  surgeon 

The  experiment  testing  the  accuracy  of  the  surgeon  resulted 
in  a  mean  distance  to  target  of  0.45  mm  (SD  0.60  mm)  for 
the  optimal  angle  and  1.25  mm  (SD  1.01  mm)  for  the  most 
abysmal  angle,  respectively.  Furthermore,  a  ratio  of  60  % 
perfect  hits  (error  =  0  mm)  was  found  at  the  optimal 
angle,  compared  with  17.5  %  for  the  most  abysmal  angle. 
The  surgeon  described  the  targeting  as  being  much  more 
difficult  when  performed  from  the  most  abysmal  angle. 

Clinical  integration  of  the  system 

The  clinical  integration  of  the  system  was  successful 
(Fig.  3).  During  the  operation  there  were  no  signs  of  peri¬ 
toneal  carcinosis  or  spread  of  cancer.  The  operative  time  was 
135  min,  with  a  blood  loss  of  300  ml.  During  the 


Fig.  3  Acquiring  intraoperative  image  data  with  the  robotic  cone 
beam  computed  tomography 

laparoscopic  preparation  of  the  tumor,  the  surgeon  used 
fluoroscopy  to  navigate  the  instruments  to  the  predefined 
resection  margin  (Fig.  4). 

Fluoroscopy  and  CBCT  images  could  be  overlaid  with 
the  3D  model  of  the  liver,  which  allowed  for  precise  virtual 
preparation  and  visualization  of  the  tumor,  including  the 
appropriate  safety  margin.  The  fluoroscopy,  along  with  the 
preoperative  resection  plan  and  the  laparoscopic  video, 
could  be  displayed  on  a  flat-screen  panel  in  an  ergonomic 
position  for  the  surgeon  (Fig.  5). 

A  specimen  of  5.5  x  3.3  x  2.2  cm  containing  the  tumor 
(1.6  cm  in  diameter)  was  removed,  and  the  pathological 
report  confirmed  both  an  HCC  (pTl,  pNx,  G2)  based  on  a 
chronic  hepatitis  C  and  a  tumor-free  resection  margin  (R0). 
There  were  no  intra-  or  postoperative  complications  related 
to  the  operation.  Up  until  9  months  postoperatively,  the 
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Fig.  4  Fluoroscopy  with  augmented  reality:  the  preoperative  magnet 
resonance  imaging  data  were  superimposed  on  the  real-time  fluoros¬ 
copy,  with  the  surgical  instruments  clearly  visible  in  relation  to  the 
tumor 


Fig.  5  Setup  in  the  hybrid  operation  room  during  the  actual 
laparoscopic  intervention,  with  visualization  of  fluoroscopy,  fluoros¬ 
copy  overlay,  imaging  data,  planning  data,  data  of  the  patient,  and 
laparoscopic  view 

patient  showed  no  sign  of  recurrent  tumor  in  MRI  scans  or 
elevated  tumor  markers. 


Discussion 

To  our  knowledge,  this  paper  describes  the  first  attempt  to 
use  intraoperative  CBCT  for  navigated  laparoscopic  liver 
surgery  in  a  real  operation.  It  covers  two  different  aspects. 
First,  we  evaluated  a  commercially  available  AR  system 
and  its  use  for  guidance  in  laparoscopic  liver  surgery. 
Second,  we  introduced  intraoperative  CT  imaging  into 
general  surgery  via  CBCT. 


The  overall  error  of  the  Syngo  iPilot®  AR  system  is 
threefold:  (i)  the  internal  registration  error  of  the  robotic 
fluoroscopy  system,  (ii)  the  cyclic  movement  of  the  liver 
due  to  respiration  and  (iii)  the  targeting  error  of  the  surgeon 
when  marking  the  resection  line  under  fluoroscopic 
guidance. 

Error  (i)  was  fairly  low  in  the  phantom  experiments, 
with  a  maximum  error  of  2.5  mm  considering  all  possible 
angles  and  all  parts  of  the  liver  surface.  This  maximum 
error  was  generally  constant  over  all  possible  angles. 
Nevertheless,  the  extremely  cranial  angles  on  the  right 
showed  slightly  higher  errors,  as  did  some  impossible 
angles.  However,  this  position  of  the  robotic  arm  might  be 
the  most  ergonomic  for  a  surgeon  operating  from  the  left 
side  of  the  patient.  Error  (ii)  was  not  assessed  in  this  study, 
though  liver  motion  owing  to  respiration  was  noted  to  be 
low  after  pneumoperitoneum  was  established.  To  evaluate 
this  error  thoroughly,  we  performed  animal  studies,  which 
are  to  be  published  in  a  different  study.  The  experiment 
evaluating  surgical  targeting  accuracy  (iii)  revealed  that  the 
angle  to  the  liver  surface  was  critical  and  contingent  on  the 
surgeon’s  aiming  performance.  In  addition  to  the  objec¬ 
tively  measured  increase  in  the  targeting  error,  the  surgeon 
in  the  phantom  experiment  subjectively  described  the 
aiming  period  as  being  much  more  difficult  and  prolonged 
when  working  on  a  bad  angle.  Combining  both  findings, 
the  angle  of  the  fluoroscopy  should  be  chosen  in  optimal 
relation  to  the  liver  surface,  as  this  has  a  much  greater 
influence  on  accuracy  than  does  the  internal  registration 
error  of  the  guidance  system. 

To  compare  the  value  of  navigated  laparoscopic  surgery 
with  existing  solutions,  the  proposed  AR  system  and  the 
intraoperative  CBCT  have  to  be  considered  in  terms  of 
human-machine  interface,  validity  of  imaging,  and  clinical 
feasibility. 

Human-machine  interface 

Apart  from  representation  as  (transversal)  slices,  3D  vol¬ 
ume  visualization  is  the  simplest  way  to  present  tomo¬ 
graphic  images  to  the  surgeon.  Nozaki  et  al.  [11,  12] 
proved  the  feasibility  of  volume  visualization  of  CBCT  for 
laparoscopic  urological  and  retroperitoneal  surgery.  How¬ 
ever,  they  leave  it  to  the  surgeon  to  transfer  the  imaging 
information  to  the  surgical  field.  The  AR  system  that  we 
have  described,  on  the  other  hand,  allows  for  visualization 
of  the  surgical  instruments  in  relation  to  the  anatomy.  This 
information  could,  therefore,  further  increase  the  confi¬ 
dence  of  the  surgeon,  which  is  already  boosted  by  the 
CBCT,  described  by  Nozaki  et  al.  This  has  already  been 
found  to  be  useful  in  neurovascular  interventions,  espe¬ 
cially  in  complex  cases  of  cerebral  aneurysms  [13]. 
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Nonetheless,  in  laparoscopic  surgery,  surgeons  must 
divide  their  attention  to  retrieve  information  from  the  two 
visualizations,  laparoscopic  image,  and  AR  fluoroscopy. 
The  next  step  towards  improving  the  human-machine 
interface  would  be  an  AR  directly  in  the  laparoscopic 
video,  which  has  been  demonstrated  with  conventional 
preoperative  CT  without  fluoroscopy  for  pediatric  sple¬ 
nectomy  [14],  liver  surgery  [15,  16],  and  urology  [17,  18]. 
Although  these  AR  systems  are  able  to  provide  a  sound  and 
reliable  human-machine  interface,  they  have  drawbacks, 
such  as  limited  reliability  and  usability,  which  is  discussed 
below. 

Validity  of  imaging  and  clinical  feasibility 

The  main  drawback  of  image  guidance  in  laparoscopic 
surgery  is  the  limited  validity  of  the  preoperative  imaging 
due  to  the  intraoperative  deformation  and  movement  of 
organs.  Although  the  navigation  system  for  laparoscopic 
splenectomy  in  pediatric  surgery  by  Ieiri  et  al.  [14]  deliv¬ 
ered  sufficient  results  for  visualization  of  the  splenic  vas¬ 
cular  anatomy,  it  was  not  adapted  to  organ  deformation  and 
nor  does  it  deliver  real-time  information  in  terms  of 
intraoperative  images.  Nicolau  et  al.  [15]  described  a 
method  for  camera-based  AR  in  liver  surgery,  with  a 
manual  image  registration  by  the  user,  but  clearly  stated 
that  the  feasibility  remained  strictly  limited  to  small  fields 
of  interest,  due  to  the  rigid  and  clinically  unfeasible  reg¬ 
istration  of  preoperative  images.  The  deformable  and 
interactive  AR  proposed  by  Vemuri  et  al.  [17]  allowed  for 
compensation  of  organ  shift  and  deformation  (error  (ii),  see 
above),  but  required  manual  deformation  updates  and  thus 
is  very  time  consuming  and  impractical  for  an  operating 
room  setting.  All  authors  agree  on  the  need  for  automatic 
and  real-time  soft  tissue  deformation  compensation.  As 
described  in  detail  in  Nicolau  et  al.  [15],  there  are  two  main 
strategies  to  account  for  organ  motion:  one  is  the  non-rigid 
registration  of  preoperatively  acquired  images  to  organ 
surfaces  reconstructed  from  endoscopic  information  (such 
as  time  of  flight,  stereo-endoscopy,  structure  from  motion, 
and  so  on).  The  second  is  intraoperative  imaging.  Due  to 
low  cost  and  absence  of  radiation  exposure,  most  of  the 
work  focuses  on  laparoscopic  ultrasound,  and  the  surgical 
community  also  anticipates  its  use  in  navigated  surgery 
[19].  Nevertheless,  the  disadvantages  of  ultrasound,  such  as 
poor  image  quality,  dependence  on  the  user’s  expertise  and 
the  restriction  of  field  of  view,  remain  unsolved.  Further¬ 
more,  in  this  approach,  image  acquisition  has  to  be  repe¬ 
ated  following  organ  deformation. 

Shekhar  et  al.  [16].  address  all  these  problems  with  a 
CT-based  live  AR.  They  conducted  laparoscopic  liver 
surgery  on  pigs  within  a  conventional  CT  scanner.  Con¬ 
tinuous  low-dose  CT  images  allowed  for  registration  of  the 


preoperative  diagnostic  CT  scan,  which  would  then  provide 
the  desired  live  information  on  organ  deformation;  unfor¬ 
tunately,  these  image  sequences  were  far  from  being  real 
time  due  to  technical  limitations.  In  contrast  with  the 
CBCT  in  the  present  publication,  the  authors  relied,  for 
their  animal  trial,  on  a  conventional  CT  scanner,  which 
might  provide  better  quality  at  lower  acquisition  time  but  is 
usually  not  present  in  an  operating  room.  A  built-in  spiral 
CT  scanner  would  require  much  larger  operating  rooms 
and  is  in  contrast  with  CBCT  due  to  its  technical  design 
limiting  mobility  at  the  operation  table. 

Teber  et  al.  [18]  used  intraoperative  CT  imaging  with  a 
mobile  C-arm.  This  allowed  them  to  provide  very  accurate 
image  guidance.  However,  their  approach  to  AR  was  dif¬ 
ferent:  they  used  inside-out  tracking  by  inserting  special 
markers  on  the  organ  surface  before  CT  imaging  that  could 
be  optically  retrieved  from  the  laparoscopic  image.  In 
addition,  Rassweiler  et  al.  [20]  found  no  significant  limi¬ 
tation  in  image  quality  by  the  introduction  of  surgical 
instruments.  This  promising  approach  would  benefit  from 
the  robotic  CBCT  due  to  easier  handling  than  a  mobile 
C-arm  and  better  imaging  quality  and  volume  visualization. 

An  important  drawback  of  our  suggested  method  is  the 
use  of  CBCT,  which  causes  additional  radiation  exposure  for 
the  patient.  However,  additional  radiation  exposure  was 
judged  to  be  marginal  in  the  present  case.  As  shown  by  [21], 
a  CBCT  has  a  radiation  exposure  of  about  7  mSv  for  an  8  s 
scan  and  showed  significantly  less  radiation  than  a  standard 
CT  scan  of  the  abdominal  cavity,  which  resulted  in  a  radi¬ 
ation  dose  of  about  8  mSv.  In  addition,  in  this  study  we  used 
a  novel  CBCT  protocol  by  Siemens,  which  resulted  in  even 
lower  radiation  exposure.  During  its  maturation  as  a  product, 
CBCT  has  gradually  shown  less  radiation  exposure  at  better 
or  similar  imaging  quality.  This  process  is  likely  to  continue. 
The  procedure  and  the  need  for  an  additional  CBCT 
resulting  in  additional  radiation  exposure  at  the  level  of  a 
conventional  abdominal  CT  scan  and  the  potential  risk  of  the 
use  of  iodine  contrast  agent  was  thoroughly  discussed  with 
the  patient,  who  gave  his  informed  consent. 

Other  possibilities  would  be  to  use  other  registration 
techniques  to  register  the  pre-procedural  image  data.  Land 
marker-based  registration  is  one  possible  solution  requiring  a 
tracking  system  in  the  operating  room.  Magnetic  and  optic 
tracking  were  both  used  by  our  group  to  evaluate  feasibility  in 
the  operating  room.  Both  systems  have  certain  drawbacks. 
While  optical  systems  require  direct  line  of  sight,  magnetic 
systems  are  very  susceptible  to  contortion  and  error  due  to 
ferromagnetic  metals  in  the  magnetic  field  [22, 23] .  One  of  the 
most  important  problems  is  that  the  pre-procedural  CT  is  not 
adapted  when  tissue  is  dissected  or  moved.  CBCT,  on  the 
other  hand,  can  be  performed  again  when  needed  to  acquire 
intraoperative  data.  However,  the  need  to  leave  the  operating 
room  while  performing  a  CBCT  limits  this  technique. 
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Intraoperative  ultrasound  is  another  alternative  to  register 
preoperative  data  and  is  widely  adopted  [19].  Although  deep- 
lying  metastases  or  air  in  between  the  target  and  risk  structures 
leads  to  missing  data.  In  addition,  the  reliability  and  accuracy 
of  intraoperative  ultrasound  is  highly  dependent  on  the 
experience  of  the  user.  Intraoperative  MRI  might  be  a  solution 
that  does  not  result  in  radiation  exposure  and  does  not  need 
iodine  contrast  agents.  However,  intraoperative  MR  tomo¬ 
graphs  require  non-ferromagnetic  instruments  and  equipment 
as  well  as  caution  before  entering  the  room.  The  ideal  com¬ 
bination  of  imaging  and  registration  has  yet  to  be  found. 

To  conclude,  we  have  shown  the  feasibility  of  using 
CBCT  in  the  surgical  workflow.  AR  fluoroscopy  provides 
an  intuitive  human-machine  interface  for  accurate  image 
guidance.  Given  the  promising  examples  from  literature, 
future  options  and  applications  for  the  use  of  intraoperative 
CBCT  arise.  One  of  the  main  advantages  of  the  hybrid 
operating  room  is  the  integrated  environment.  The  CBCT 
and  the  surgical  setup  such  as  the  operating  table  were 
intrinsically  calibrated.  Novel  protocols  could  also  lead  to 
sufficient  real-time  imaging  in  cases  where  CBCT  still 
lacks  imaging  quality  [24].  Moreover,  innovative  approa¬ 
ches  for  continuous  motion  compensation,  such  as  inside- 
out  tracking  or  trajectory  estimation  of  the  breathing  cycle 
[25],  could  be  implemented  into  the  system.  The  goal  will 
be  to  improve  the  surgeon’s  orientation  regarding  target 
and  risk  structures  for  more  complex  laparoscopic  opera¬ 
tions  such  as  more  central  tumors  in  the  liver. 
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